Comparison of pulse oximetry measures in a healthy population.
In this study finger and ear oximetry readings of 89 healthy persons were compared. The findings do not support the common nursing practice of using a finger sensor to obtain a pulse oximetry reading from an individual's ear if the finger is not usable.